Standardisation of superheated drop and bubble detectors.
This study presents an analysis of the commercially available superheated drop detectors and bubble detectors, performed in substantial accordance with the guidelines developed by the International Organisation for Standardization (ISO). The analysis was performed in terms of linearity, reproducibility, ageing, minimum detection thresholds, energy and angular dependence of the response and the influence of various climatic conditions.